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Abstract—In recent years, localization for capsule 
endoscopy applications using Ultra-Wideband (UWB) 
technology has become an attractive field of study due to 
its potential benefits for patients. Performance analysis of 
RF-based localization techniques are very limited in 
literature. Most of the available studies rely on software 
simulations using digital human models. Nonetheless, no 
realistic studies based on in-vivo measurements has been 
reported yet.  This paper investigates the performance of 
RSS-based technique for three-dimensional (3D) 
localization in the UWB frequency band. Impact of 
receivers selection as well as of the evaluated path loss 
model on the localization accuracy is investigated. Results 
obtained through CST-based simulations and from 
recently conducted in-vivo measurements are presented 
and compared.  
Index Terms— Wireless capsule endoscopy (WCE), 
Ultra-Wideband (UWB), in-body localization, in-vivo 
measurements, CST simulations 
I. INTRODUCTION 
Wireless Capsule Endoscopy (WCE) is a non-
invasive technology which allows physicians to inspect 
the whole gastrointestinal tract (GI) of the patient. A 
precise localization of detected diseases is of 
fundamental importance so the doctor will be able to 
treat them properly. Beside the fact that current capsule 
endoscopes provide poor quality images, the position 
estimation and tracking of the pill through proprietary 
software supplied to the hospitals is also very inaccurate 
[1], [2], [3].  
Different techniques based on radio frequency 
signals [4], [5] magnetic fields [6], [7] and image 
processing algorithms [8], [9] exist in literature to locate 
the endoscopic capsule. RF-based localization 
constitutes an efficient and low-cost solution which does 
not add complexity to the capsule’s hardware. 
Particularly, position estimation using the Received 
Signal Strength (RSS) is mostly implemented due to its 
simplicity and less sensitivity to bandwidth limitations 
[10], [11] compared to other approaches, such as time of 
arrival (ToA) [10], [12] or time difference of arrival 
(TDoA) [12]. Using the RSS, the ranging estimation is 
performed through a previously established path loss 
model, which relates the attenuation suffered by the RF 
signal with the distance from the source. Therefore, the 
accuracy of the model has a significant impact on the 
localization performance. 
In the latest years, the low part of the Ultra-
Wideband (UWB) frequency spectrum (3.1-5.1 GHz) is 
being under investigation to overcome the limits [13] of 
the current operating frequency band of capsule 
endoscopes, (MICS band), such as the poor images 
quality [1]. 
Performance analysis of RF-based localization 
techniques in the UWB frequency band are currently 
very limited in literature. Specifically, for RSS-based 
ranging estimation the main issue is the lack of 
standardized path loss models for in-body to on-body 
communications at UWB frequencies. 
Studies conducted through electromagnetic 
simulators  based on UWB RF signals are presented in 
[11], [14], [15]. In [16] analysis of ToA-based ranging 
accuracy are performed through experimental 
measurements using an homogeneous phantom. 
Three main approaches could be used to collect data to 
be used for the testing of RF-based localization 
algorithm: software simulations, laboratory 
measurements and in-vivo experiments [17]. Despite the 
complexity and the high computational times, software 
simulations are easy to perform and always a good 
alternative to obtain data for localization purposes. 
Laboratory measurements are also a good alternative to 
collect experimental data but dedicated testbeds and 
accurate phantom models are required.  Regarding in-
vivo measurements, experiments in living animals are 
not easy to conduct as they are subject to ethical 
restrictions and also requires dedicated facilities and a 
specialized medical equipment. However, this is the 
most realistic scenario where developed localization 
algorithms can be tested compared to simulations (ideal 
environment) and laboratory measurements (controlled 
environment).  
In this paper, performance of RSS-based localization 
technique is investigated in the 3.1-5.1 GHz UWB 
frequency band. The impact of receivers selection and of 
the path loss model used for ranging estimation is 
analyzed through CST-based simulations and 
measurements data obtained from a recently conducted 
in-vivo experiment. To the best of the author’s 
knowledge no studies of RF-based localization 
techniques at UWB frequencies, through in-vivo 
experiments has been reported yet.  
The remainder of the paper is organized as follows: 
Section II describes the CST-based simulation setup as 
well as the conducted in-vivo measurements. Section III 
briefly presents the implemented RSS-based localization 
technique. Performance metrics along with the obtained 
results are presented in Section IV. Finally conclusions 
and future research plans are discussed in Section V.   
 
II. SIMULATIONS AND MEASUREMENT SETUP 
A. CST-based simulations 
Simulations using the commercial software CST® 
MWS®, were conducted in the 3.1-5.1 GHz UWB 
frequency band. The S-parameter was evaluated by the 
software through the Finite Difference Time Domain 
(FDTD) method. In order to compare the simulation 
results with the in-vivo ones, the abdominal part of a 
human female CAD model (Nelly) was used. This 
model mimics the permittivity of the human tissues also 
involved in the in-vivo experiment i.e. skin, fat and 
muscle, which has permittivity similar to the small 
bowel. No internal organs as well as no blood flow were 
considered, in order to reduce the computational time of 
the simulations. Figure 1 shows the described model 
along with the in-body and on-body antenna positions 
considered in this study.  
The antennas used in the simulations are UWB 
omnidirectional patch antennas, specifically designed to 





Fig 1. On-body (a) and in-body (b) antenna locations (top view)  
Measurements were performed by moving the in- 
body antenna in steps of 1 cm in four different locations 
along x and y axis inside the muscle layer (Fig. 1(b)). 
Five on-body antenna positions, with a separation of 2 
cm along x and z axis and of 0.3 cm along y axis, were 
considered on the abdominal region of the CAD model 
(Fig. 1(a)). As shown in Fig. 1, the center (P1) of the on-
body receiving antenna Rx1 is taken as the origin of the 
reference system used to evaluate the real and estimated 
positions of the in-body antenna.    
B. In-vivo measurements 
In-vivo measurements were conducted in a living 
porcine model, at the Hospital Universitari i Politècnic 
la Fe in Valencia, Spain. A brief description of the 
experiment is given in this section, in order to highlight 
the main aspects. Further and more detailed 
informations can be found in [20]. 
 
Fig 2. In-vivo measurements for one on-body position (a) and grid of 
all on-body position (top view) (b) [21] 
Same antennas described in Section II.A were used 
for the experiment. The S21 parameter was measured for 
each in-body-on-body antenna position by means of a 
Vector Network Analyzer (VNA). A magnetic tracker 
equipped with two magnetic sensors, attached to the in-
body and on-body antenna, was used to evaluate the real 
and estimated distances between them as well as their 
cartesian coordinates with respect to the magnetic 
transmitter’s reference system (Fig. 2(b)). The in-body 
antenna was moved, through laparoscopy, in two 
different locations of the abdomen. For each location, 
the on-body antenna was placed manually in thirteen 
different positions on the abdomen of the porcine model 
(Fig. 2(b)), in direct contact with the skin (Fig. 2(a)). 
Measurements were taken in the 3-6 GHz UWB 
frequency band, considering 1601 resolution points in 
frequency. For each pair of in-body to on-body position 
five snapshots of the channel (S21) were taken. Only 
values above the noise level (– 90 dBm) were taken into 
account. Antenna separation distance and antenna 
coordinates were evaluated 100 times per snapshot by 
the magnetic tracker. Finally, averaging the collected 
measurements, S21, antennas separation distance and 
antennas coordinates were calculated. 
III. RSS-BASED LOCALIZATION ALGORITHM 
For the in-vivo measurements campaign data from 
3.1 to 5.1 GHz were considered because for antenna 
distances above 8-9 cm measurements are below the 
noise level [22]. So, for CST-based simulations same 
distance range between antennas (up to 8 cm) is 
considered in order to compare the obtained results with 
the in-vivo ones. 
For both cases, simulations and in-vivo 
measurements, same 3D localization algorithm based on 
the Received Signal Strength is applied. 
Ranging distance estimation is performed as in [23] 
by using the log-distance path loss model evaluated 
from the measured 21S , for each in-body to on-body 
antenna position. Then, the coordinates of the in-body 
antenna are estimated using the Non Linear Least 
Square method described in [24]. The sum of the square 
errors is minimized through the Levenberg-Marquardt 
algorithm [25]. The receivers selection criteria as well as 
the metrics used to evaluate the localization 
performance are explained in Section IV. 
IV. LOCALIZATION RESULTS 
A. Performance Metrics 
In order to assess the goodness of the obtained 
localization results, the localization error, LE, for 3D 
positioning and its relative error can be defined as: 
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where ( , ,IB IB IBx y z ) and  ( _ _ _, ,IB est IB est IB estx y z ) are 
the real and estimated coordinates of the in-body 
antenna, respectively.   
B. Results from CST simulations 
For the CST-based simulations path loss parameters 
of the log-distance fitting model PL0,dref=-15.83 and 
n=10.52 were obtained, considering a reference 
distance of d0=1 cm. The model along with the 
measured data is depicted in Fig. 5. 
In order to estimate the (xIB, yIB, zIB) coordinates of 
the in-body antenna, the method described in Section 
III is applied using different combinations of four 
receivers. Figure 3 shows the relative localization error 
obtained for the four simulated in-body positions 
(located at 5, 6, 6.3 and 7 cm with respect to the origin 
of the reference system (Fig. 1(b))) for five different 
combinations of four receivers. 
Results in Fig. 3 show that for the first three in-body 
positions the lowest error is obtained with the 
combination of receivers 1, 2, 3, 5. These receivers for 
all four in-body locations, are experiencing the lowest 
path loss, i.e. the highest received power.  
 
 
Fig 3. Relative localization error vs actual in-body antenna location 
for different combinations of four receivers 
This can be observed in the histogram in Fig. 4 which 
depicts the average path loss experienced by each 
combination of four receivers, represented by a different 
colorbar, for the four in-body locations considered. For 
the combination 1, 2, 3, 5, the orange bar, the average 
experienced path loss is the lowest compared to the 
other combination of receivers. Therefore, it is 
reasonable to expect higher positioning accuracy, i.e. 
lower localization errors, using these four receivers 
rather than other combinations. However, this is true, 
only for three in-body positions. For the in-body 
location at 7 cm, as shown in Fig. 3, the lowest error is 
achieved by the combination of receivers 1, 2, 3, 4. This 
can be explained by looking, in Fig. 5, at the dispersion 
of the path loss values, corresponding to these two 
combinations, with respect to the fitting model. Path loss 
values related to receivers 1, 2, 3, 4 (light pink squares) 
are slightly closer to the fitting model curve with respect 
to those related to receivers 1, 2, 3, 5 (orange triangles), 
leading to lower ranging errors (difference between real 
antennas distance and the estimated one) in the 
estimation of the antennas distance.  
 
 
Fig 4. Histogram of average path loss per in-body position for 
different combinations of receivers 
In fact, the average ranging error passes from 0.1672 cm 
for the combination 1, 2, 3, 5 to 0.1270 cm for the 
combination 1, 2, 3, 4. This, in turn, affects the accuracy 
of the minimization error algorithm used for the 
estimation of the coordinates, resulting in a lower 
localization error, as shown in Fig. 3. 
In order to validate these preliminary results obtained 
for an ideal environment (software simulations) in a 
more realistic scenario, same analysis is conducted in 
the next section for the in-vivo measurements case. 
 
 
Fig 5. Simulated path loss values and fitting model along with path 
loss values of selected receivers for in-body position at 7 cm 
C. Results from in-vivo measurements 
Regarding the in-vivo measurements path loss 
parameters of the log-distance fitting model 
PL0,dref=21.84 and n=5.44 were obtained, considering a 
reference distance of d0=1 cm. The model along with 
the measured data is presented in  Fig. 7.  
As for the CST-based simulations the estimation of 
the in-body antenna coordinates (xIB, yIB, zIB) is 
performed by selecting the receivers experiencing the 
lowest path loss. Particularly, performance is 
investigated when increasing the number of receivers 
used for the localization, as during this experiment more 
on-body positions compared to the simulated ones were 
measured. Figure 6 shows the relative localization error 
values obtained increasing the number of receivers 
experiencing the highest received power (lowest path 
loss), starting with 4 and then up to 13, for the two in-
body positions under study.  
Results show that increasing the number of receivers 
the localization accuracy does not always increase as it 
would be expected. Looking at Fig. 6(a) for in-body 
position 1, passing from 4 to 6 receivers, for example, 
the localization error slightly decreases. However, this 
does not happen increasing the receivers from 6 to 8 or 
from 9 to 11. The same behavior can be observed in Fig. 
6(b) for in-body position 2, passing from 6 receivers, 
where the error is the lowest, to 13 receivers, where the 
error slightly increases. This can be explained, as for the 
CST-based simulations, looking at the dispersion of the 
path loss values related to the selected receivers, with 
respect to the fitting model. Figure 7 depicts, as an 
example, the path loss values related to the six and 
seven receivers selected according to the lowest path 
loss criteria for in-body position 2. 
 
 
Fig 6. Relative localization error vs actual in-body antenna location 
for in-body position 1 (a) and in-body position 2 (b) 
 
Using seven receivers (green squares) instead of six 
(brown triangles) the average ranging error increases as 
the seventh selected receiver has a mean path loss value 
far away from the fitting curve (green square around 4 
cm), which means higher inaccuracy in the antennas 
distance estimation. In fact, the average ranging error 
passes from 0.69 cm with six receivers to 0.86 cm with 
seven receivers. Same behavior, i.e. an increment of the 
average ranging error, has been observed using more 
than seven receivers, up to thirteen, where the average 
ranging error reaches 1.09 cm. This affects the accuracy 
of the minimization error algorithm resulting in a 
slightly higher localization error, as shown in Fig. 6(b). 
In conclusion, increasing the number of receivers 
experiencing the highest power not always improves the 
localization performance, as the dispersion of the 
selected mean path loss values with respect to the fitting 
model also affects the accuracy of the algorithm. 
 
 
Fig. 7. Measured path loss values and fitting model along with path 
loss values of selected receivers for in-body position 2 
V. CONCLUSIONS 
In this paper, performance of RSS-based localization 
technique for in-body to on-body applications, in the 3.1 
to 5.1 GHz frequency band have been investigated. 
Three dimensional (3D) localization is performed 
through CST-based simulations and in-vivo 
measurements. Results show that the selection of 
receivers experiencing the highest power as well as 
increasing the number of receivers, used for 3D 
positioning, not always leads to the best localization 
precision. This very much depends on the accuracy of 
the evaluated path loss model. For selected path loss 
values far from the fitting model the ranging error 
increases, resulting in higher localization errors. 
Future research plans involve more extensive 
measurement campaigns and simulations in order to 
derive an accurate and more general path loss model. 
Moreover, performance analysis on combinations of 
RSS-based approach with other localization technique 
(image-based, for example) or other algorithms (Neural 
Networks, for example) will be investigated in order to 
improve the positioning accuracy.  
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